Accuracy of t-PA, u-PA, PAI-1 and PAI-2 estimation in human bile by ELISA kits.
The aim of this study was to establish the accuracy of determination of fibrinolytic proteins in human bile using commercial kits. Gall bladder bile was obtained from patient undergoing laparoscopic cholecystectomy. The concentrations of tissue plasminogen activator (tPA), urokinase (uPA) and plasminogen activator inhibitor-1 (PAI-1) and inhibitor-2 (PAI-2) in bile were measured by enzyme linked immunoassay. Afterwards we conducted so called 'recovery test'. Recovery percents of t-PA, u-PA, PAI-1, PAI 2 were very high i.e. 91.94, 94.07, 93.95, 91.2. We concluded that human fibrinolytic proteins in bile could be detected very accurately using commercial kits.